AMENDMENT NO. 1 MARCH 2012 
TO 
IS 9471 (PART 7) : 2000 MODULAR LOWER LIMB ORTHOTIC COMPONENTS — 
SPECIFICATION 


PART 7 ORTHOTIC JOINT BARS, ANKLE AND KNEE 
(UPPER AND LOWER) 


(Page 2, table under Fig.1, Description) — Add word ‘Bar’ after ‘Ankle Joint’ and ‘Knee Joint’ 
wherever appears. 


(Page 2, table under Fig.1, L + 3, Ankle Joint Sizes I, II, I) — Substitute 200, 250, and 300 for the 
existing respectively. 


(Page 2, table under Fig.1, L + 3, Knee Joint Sizes I, I, HI) — Substitute 250, 300, 400 Upper and 
350 Lower for the existing respectively. 
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